
=====================================================================
Acq. Operator   : SYSTEM                         Seq. Line :   1
Acq. Instrument : 1220 HPLC                       Location : Vial 41
Injection Date  : 8/28/2024 3:44:36 PM                 Inj :   1
                                                Inj Volume : 30.000 µl
Acq. Method     : C:\CHEM32\2\METHODS\MLC_VARIABLE.M
Last changed    : 8/28/2024 3:40:34 PM by SYSTEM
Analysis Method : C:\CHEM32\2\METHODS\DEF_LC.M
Last changed    : 8/21/2024 3:39:48 PM by SYSTEM
Sample Info     : Cel-2, 90:10 Hex:IPA, 1 mL/min, 254 nm
                  
 
Additional Info : Peak(s) manually integrated
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=====================================================================
                         Area Percent Report                         
=====================================================================
 
Sorted By             :      Signal
Multiplier:                   :      1.0000
Dilution:                     :      1.0000
Use Multiplier & Dilution Factor with ISTDs
 
 
Signal 1: VWD1 A, Wavelength=254 nm
 
Peak RetTime Type  Width     Area      Height     Area  
  #   [min]        [min]   [mAU*s]     [mAU]        %
----|-------|----|-------|----------|----------|--------|
   1   7.259 MM    0.2226  377.27908   28.24689   3.6028
   2  13.934 MM    0.9148 1.00945e4   183.90854  96.3972
 
Totals :                  1.04718e4   212.15543
 
 
=====================================================================
                          *** End of Report ***

Data File C:\CHEM32\2\DATA\YCC\ORG-SYN-S000007.D
Sample Name: org-syn-S-2
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